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Abstract
Aims: To demonstrate the acute and early outcomes of the novel Nile PAX dedicated polymer-free paclitaxel-
coated stents (Minvasys SAS, Gennevilliers, France) in the treatment of de novo coronary bifurcation lesions.

Methods and results: The Nile PAX device incorporates a cobalt-chromium alloy with a side aperture in 
the mid-stent designed to optimise scaffold at the bifurcation carina and side branch (SB) ostium, while main-
taining SB access during procedure. From December 2008 to February 2010, 101 patients were prospectively 
enrolled in a non-randomised, multicentre study. Lesion criteria were: vessel size 2.5-3.5 mm in the parent 
vessel (PV) and 2.0-3.0 mm in the SB, and lesion length <14 mm in the PV, and <5 mm in the SB. Mean age 
was 63 years, 29% had diabetes, LAD/Dg was involved in 80.4%, and 61.7% had significant involvement of 
both branches. The study stent was successfully attempted and implanted in 98%. SB received additional 
stent in 26%; final kissing-balloon inflation was performed in 93%; and lesion (angiographic) success was 
achieved in 98%. There was only one non-Q myocardial infarction during hospitalisation, and no additional 
events up to 30 days.

Conclusions: Preliminary results of the prospective, non-randomised, multicentre BIPAX clinical trial dem-
onstrated encouraging results with the novel Nile PAX bifurcation DES in the treatment of coronary bifurcation 
lesions, including high device and procedural success. Overall, there was only one major adverse cardiac event 
during hospitalisation, with no additional events up to 30 days follow-up. Long-term follow-up is warranted.
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Introduction
Percutaneous coronary intervention (PCI) in bifurcation lesions 
remains challenging, especially because of problems occurring in 
the side branch (SB) during procedure, including poor access and 
transient or sustained complications (vessel closure, dissection, 
impaired flow, and significant residual stenosis).1 Furthermore, 
relatively high rates of recurrences have been reported in bifurca-
tions, even with drug-eluting stents (DES), given that most of reste-
nosis is found at the SB ostial location.2 Results from several 
randomised DES trials including selected lesions suggested that 
a simplified technical approach with parent vessel (PV) stenting 
plus provisional SB stenting (“provisional technique”) should be 
preferable for most bifurcation lesions;3-5 even though more com-
plex subsets may require a complex approach with double stenting 
so as to achieve an adequate result in the SB.6-8 Such outcomes may 
be explained by the wide variability of lesion complexity found in 
bifurcations.9,10 Moreover, because of the asymmetric carina shap-
ing, and diverse anatomical/morphological features, current bifur-
cation PCI techniques with conventional (straight) stents may be 
laborious and limited by the degree of complexity encountered.1,11

The novel Nile PAX (Minvasys SAS, Gennevilliers, France) 
dedicated bifurcation DES system incorporates: a low-profile 
cobalt-chromium alloy with a side aperture in the mid-stent 
designed to optimise scaffold at the bifurcation carina and SB 
ostium, and a polymer-free paclitaxel coating (PAX technology). In 
general, the Nile device concept focuses on simplifying the proce-
dure with a provisional approach, offering continuous SB access 
throughout the procedure that allows further treatment of the SB if 
needed.12,13

Our objective was to report the procedural and 30-day outcomes 
of a series of patients with coronary bifurcation disease treated with 
the novel Nile PAX dedicated DES device.

Methods
STUDY DESIGN AND PATIENT POPULATION
The BIPAX clinical trial was a prospective, non-randomised, mul-
ticentre study designed to evaluate the safety and efficacy of the 
novel Nile PAX dedicated bifurcation DES system for the treatment 
of patients with de novo coronary bifurcation lesions. Key inclusion 
criteria were: ≥18 years of age; clinical evidence of ischaemic heart 
disease including stable or unstable angina, or silent ischaemia with 
a positive function test; native target vessel with a singled de novo 
bifurcation lesion; vessel size 2.5-3.5 mm in the PV and 2.0-3.0 mm 
in the SB; lesion length ≤14 mm in the PV with maximum exten-
sion of 7 mm proximally and/or distally to the bifurcation carina to 
allow full lesion coverage (≥2 mm) with the study device, and 
lesion length ≤5 mm in the SB; bifurcation lesion morphology 
including all Medina types, except 0,0,1;14 and agreement to 
undergo all protocol scheduled follow-up (FU) evaluations includ-
ing angiographic FU. Key exclusion criteria were acute myocardial 
infarction (MI) within 72 hours of the index procedure; baseline 
serum creatinine level >2.0 mg/dL; PCI of the target vessel within 
nine months prior to index procedure; left main (LM) location; 

heavy calcification; severe tortuosity of the segment proximal to 
the bifurcation; thrombus; total occlusion; and in-stent restenosis. 
A complete list of clinical and angiographic inclusion and exclu-
sion criteria is provided in Appendix A.

All patients provided written informed consent prior to enrol-
ment and procedure. The study complied with the Declaration of 
Helsinki regarding investigation in humans, and was approved by 
the local Ethics Committee at each participating clinical institution. 
In addition, the BIPAX clinical trial was registered at the United 
States National Institute of Health website (www.clinicaltrials.gov: 
NCT01308229).

DEVICE DESCRIPTION
The dedicated bifurcation Nile PAX DES system encompasses the 
CE (Conformité Européenne) mark approved Nile Croco uncoated 
platform. The design and specifics of the Nile CroCo stent had been 
previously described elsewhere.12,13 Briefly, it is a low-profile 
(73 μm) open cell cobalt-chromium L605 alloy, 6 Fr compatible 
system (inner diameter ≥0.070”), that incorporates an unique 3-seg-
ment modular design with a side aperture located in the middle of 
the stent for optimal conformability, coverage, and scaffold at the 
bifurcation carina and SB ostium (Figure 1A). By design, the Nile 
stent offers no restrictions with regard to PV-SB angles as measured 
both proximally and distally to the carina. Furthermore, the stent 
platform is pre-mounted on a dedicated delivery system with two 
independent balloon catheters, each with a rapid exchange lumen 
for independent use of PV and SB 0.0014” guidewires during pro-
cedure. Therefore, after implantation of the dedicated stent in the 
PV, the system allows full access for immediate performance of SB 
dilatation and/or final kissing-balloon (FKB) inflation with a dedi-
cated SB balloon designed with a conical shape on its proximal end 
for optimal conformability. Specifically, the SB balloon is already 
engaged in the delivery system; consequently, avoiding the need for 
wire re-crossing. Such feature also gives the possibility to easily 
place an additional stent at the origin of the SB if needed without 
protrusion in the PV. The Nile PAX device incorporates the PAX 
technology, in which pure paclitaxel is applied onto the abluminal 
surface of the stent through microdrop spray crystallisation process. 
This process adds only 5 µm to the strut thickness and secures drug 
integrity, providing a controlled release profile. The drug concen-
tration is 0.67 µg/cm2, and the elution kinetics includes a burst 
release of 33-52% of the drug in the first eight hours. In one week, 
about 55-75% of the drug is expected to be released, and in 45 days, 
all paclitaxel is expected to be released from the stent platform, 
leaving behind only a bare metal stent (BMS).

PROCEDURE
Overall, PCI procedure was recommended according to current 
standard guidelines.15 For bifurcation PCI with the study device, 
both branches (PV and SB) were initially wired, followed by man-
datory predilatation of the PV with a balloon approximately 0.5 mm 
smaller than the reference diameter (RD) of the distal vessel. 
SB predilatation was performed according to operator’s discretion. 
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The study device was sized according to the distal RD of the PV, 
and, for deployment, was gently advanced and positioned at the 
lesion site. In the event of resistance owing to wire tangling, it was 
recommended to gently remove one of the wires (SB or PV wire) 
into the balloon and re-advance it in the vessel distally. The two 
markers at the proximal and distal ends of the stent, and specially 
the marker located in the mid-part of the stent (at the level of the SB 
aperture), were used to accurately position the study device at the 

Figure 1. A) The Nile Croco dedicated bifurcation stent platform 
with SB aperture (white arrow) in the middle of the stent; black 
arrow indicates the proximal end of the stent. B) The Nile Delta stent 
(blue arrow) with a dedicated balloon with conical shape at its 
proximal end (yellow arrow) to optimise scaffolding and 
conformability at the bifurcation carina and SB ostium; 
C) Illustration of a double stenting approach with the Nile Croco 
stent in the PV (black solid arrow indicates proximal end of the stent; 
black dashed arrow indicates distal end of the stent), and the Nile 
Delta stent in the SB (blue arrow).

target location. After stent implantation in the PV, final kissing-
balloon (FKB) inflation was performed without wire re-crossing 
into the SB. Importantly, single balloon post-dilatation in the PV 
and/or SB prior to FKB was allowed at operator’s discretion. The 
study device was available in a length of 18 mm, and in the follow-
ing set of diameters: 2.5/2.0 mm, 3.0/2.0 mm, 3.0/2.5 mm, 
3.50/2.5 mm and 3.5/3.0 mm for the PV and SB balloon, respec-
tively. In case of suboptimal angiographic result in the SB (signifi-
cant residual stenosis, dissection, TIMI flow <3), an additional 
straight stent could be deployed. In that case, it was recommended 
to implant the Delta PAX device, which consists of a tubular stent 
(Nile Delta stent platform) with a non-polymeric paclitaxel coating 
available in a length of 8 mm, for 2.5 mm or 3.0 mm diameters 
(Figure 1B). Hence, the Nile PAX system in combination with the 
Delta PAX stent allowed a modular treatment of bifurcation lesions, 
including double stenting approach if needed (Figure 1C). Of note 
is the fact that during the index procedure, the use of a device other 
than a standard balloon was not allowed prior to stent placement 
(including but not limited to cutting-balloon, drug-eluting balloon, 
atherectomy devices, laser, thrombectomy, etc.). By protocol, PCI 
procedure in non-bifurcated (non-target) lesion located in non-tar-
get vessel prior to target lesion PCI was allowed.

Regarding the antithrombotic regimen, aspirin (100-200 mg 
daily) was recommended prior to the procedure and prescribed 
indefinitely after hospital discharge. For thienopyridine (clopidog-
rel), a loading dose of 300 mg was given at least 24 hours prior to 
procedure, unless already taken. If <24 hours, a loading dose of 
600 mg was given at least 2 hours prior to procedure. At post-pro-
cedure, clopidogrel therapy with 75 mg daily was prescribed for 
a minimum of 12 months. During procedure, intravenous heparin 
was recommended to maintain an activated clotting time >250 sec-
onds (>200 seconds if glycoprotein IIb/IIIa receptor inhibitors were 
used). The decision to use and the type of glycoprotein IIb/IIIa 
receptor inhibitor was left at the operator’s discretion.

A routine 12-lead electrocardiogram was obtained at three time 
points: before procedure, immediately afterwards and 24 hours 
later. Blood sample laboratory analysis included CK and CK-MB 
before procedure (<24 hours), 18-24 hours after, and daily thereaf-
ter until hospital discharge.

ENDPOINTS, DEFINITIONS AND FU
The study’s primary efficacy endpoint was angiographic binary 
restenosis in the PV and SB at nine months FU, as determined by 
independent quantitative coronary angiography (QCA) analysis. 
Secondary endpoints included: target vessel failure (TVF), clini-
cally-driven target lesion revascularisation (TLR) and clinically-
driven target vessel revascularisation (TVR) at nine months FU; 
also, acute device, lesion, and procedural success; in-stent late 
lumen loss (along with other angiographic parameters) at nine 
months FU, as determined by independent QCA analysis; and 
major adverse cardiac events (MACE) at nine months FU. TVF was 
defined as the combined endpoint of cardiac death, MI, and clini-
cally-driven TVR. MACE was defined as the combined endpoint of 
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all cause death, MI, emergent CABG and TLR. MI was defined 
according to the definitions of the European Society of Cardiology 
guidelines.16 Stent thrombosis (ST) was defined according to the 
propositions of the Academic Research Consortium (ARC).17 
Lesion (or angiographic) success was defined as attainment of 
<50% residual stenosis in the target lesion (both PV and SB) with 
any PCI method. Procedural success included lesion success with-
out the occurrence of MACE during index hospitalisation. A com-
plete list of the endpoint definitions is provided in Appendix B.

Clinical FU was scheduled at one, six and nine months, and 
annually up to five years FU. All patients were assigned for angio-
graphic re-evaluation at nine months FU. The study was coordi-
nated and managed by an independent Data Management and 
Coordinating Centre (Cardiovascular Research Center, São Paulo, 
Brazil). Independent electronic monitoring was performed in all 
patients, and adverse events were adjudicated by an independent 
Clinical Events Committee. In the current analysis, we report the 
procedural and 30 day outcomes of the BIPAX Clinical Trial.

ANGIOGRAPHIC ANALYSIS
Serial coronary angiographic studies were obtained at baseline 
(pre-procedure) and final (post-procedure) after intracoronary 
administration of nitrate (recommended 100-200 μg, unless clini-
cally contraindicated) in two orthogonal matching views with opti-
mal visualisation of the bifurcation carina, specially the SB ostium. 
The angiographic analysis at all study time-points followed the rec-
ommendations of the Consensus Statement from the European 
Bifurcation Angiographic Sub-Committee.18 All angiographic anal-
ysis were performed off-line by experienced operators at an inde-
pendent Angiographic Core Laboratory (Cardiovascular Research 
Center, São Paulo, Brazil) with a validated dedicated bifurcation 
2D software for QCA analysis (QAngio XA version 7.2, Medis, 
Leiden, the Netherlands).19 Figure 2 illustrates the method for sub-
segmental QCA analysis. The contrast-filled non-tapered guiding 
catheter tip was used for calibration. The minimum lumen diameter 
(MLD) and the mean RD, obtained from averaging 5 mm segments 
proximal and distal to the target lesion location (distal reference 
only for the SB), were used to calculate the diameter stenosis (DS = 
[1–MLD/RD]×100). When performing subsegmental QCA analy-
sis, the interpolated reference was considered at each analysed seg-
ment. Acute gain was the change in MLD from baseline to post-stent 
implantation. Overall, QCA measurements were reported: “in-
stent” within the stented segment; and “in-segment”, spanning the 
stented segment plus the 5 mm proximal and distal peri-stent areas.

STATISTICAL ANALYSIS
Categorical data were presented as frequencies of the overall 
counts, and continuous variables were presented as mean ±standard 
deviation (SD). Categorical variables were compared with the Fish-
er’s exact test or Chi-square test when appropriate, and continuous 
variables were compared with means of the Student t test (paired 
and unpaired according to the compared data). A two-tailed p value 
<0.05 was considered statistically significant.

Figure 2. Illustration of segmental QCA analysis method for 
coronary bifurcation lesions.18,19 PV: parent vessel; SB: side branch.

0 - bifurcation core
1 - proximal edge (5 mm) of the PV stent
2 - stented segment (in-stent analysis) of the proximal PV
3 - stented segment (in-stent analysis) of the distal PV
4 - distal edge (5 mm) of the PV stent
5 - stented segment (in-stent analysis) of the SB*
6 - distal edge (5 mm) of the SB stent*
7 - ostium (5 mm) of the distal PV

8 - ostium (5 mm) of the SB*
9 - in-segment analysis of the proximal PV
10 - in-segment analysis of the distal PV
11 - in-segment analysis of the SB
12 - overall stented segment (in-stent analysis) of the PV
13 - overall in-segment analysis of the PV
* If stent implanted in the SB

Results
BASELINE CHARACTERISTICS
A total of 101 patients were enrolled from December 2008 to February 
2010 at the 10 participating clinical sites in Europe (France, Spain, 
Bulgaria, the Netherlands, Italy, Poland) and South America (Brazil). 
Overall, mean age was 63.4 years, 25.7% were diabetics, 19.8% had 
previous MI, and about one third of patients had undergone prior PCI 
(Table 1). The majority of lesions was located in LAD/diagonal bifur-
cations and involved the proximal and mid segments of the coronary 
bed in 50% and 43.1%, respectively. Of the 102 lesions (one patient 
had two bifurcations treated with the study device at index procedure), 
99% were de novo stenosis (there was one in-stent restenosis post-
BMS), 61.8% had significant involvement of both branches (“true” 
bifurcation lesions with Medina types 1,1,1,; 1,0,1, and 0,1,1), and 
moderate/severe tortuosity of the proximal segment to the bifurcation 
site was found in 9.8%. Table 2 depicts the baseline angiographic data 
including complex morphological characteristics in the PV and SB.

PROCEDURAL DATA AND ANGIOGRAPHIC RESULTS
During the procedure (Table 3), radial arterial access was used on a 
significant proportion of patients (42.6%), given that all procedures 
were performed with size 6 Fr guiding catheters. Predilatation was 
performed in most lesions in the PV and in 35.3% in the SB. Note-
worthy is the fact that wire tangling was evidenced in 42 cases 
(41.1%), yet was solved in the majority of attempts (40/42). Conse-
quently, the Nile PAX device was successfully implanted at the 
lesion site in all but two cases (98%), with a mean deployment pres-
sure of 12.7±3.5 atm. Figure 3 shows a case treated with the Nile 
PAX dedicated system with provisional approach. In 26 cases 
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(25.5%), an additional stent was implanted in the SB in order to 
optimise the angiographic result. Final TIMI 3 flow was achieved 
in 100% in both branches, and overall lesion success was 98% (two 
lesions had significant residual stenosis in the SB). Bifurcation 
angles measured at baseline vs. final were not significantly differ-
ent, including take-off angle (143.1±12.4o vs. 151.0±11.5o, p=0.23) 
and carina angle (61.8±16.3 vs. 51.5±15.7, p=0.35). At pre-proce-
dure, mean lesion length was 11.78±4.67 mm in the PV, and 
4.39±2.51 mm in the SB. Baseline and final subsegmental QCA 
analysis is shown in Table 4.

IN-HOSPITAL AND 30-DAY CLINICAL OUTCOMES
During index hospitalisation, there was only one non-Q MI occur-
ring post-index procedure and no additional MACE up to discharge; 
therefore, procedural success was 97% (98/101). At 30 days, there 
were neither cardiac deaths/MIs nor stent thrombosis (cumulative 
MACE rate was 1%), and one non-cardiac death in a patient with 
several comorbidities who was successfully treated with the study 
device, but presented with infection at post-procedure that evolved 
to sepsis and renal failure, followed by non-cardiac death on day 12 
post-index procedure.

Figure 3. Coronary bifurcation lesion (LCx/OM) with significant involvement of the SB ostium (Medina type 1,1,1) visualised in the RAO 
caudal view (A) and LAO caudal view (B); C) Both branches of the bifurcation wired (PV white arrow; SB yellow arrow); D) PV 
predilatation; E) Angiographic result after PV predilatation; F) The Nile Croco dedicated stent positioned at the bifurcation site: white solid 
arrow indicates optimal positioning of the stent with marker in the middle of the stent (SB aperture) located at the level of the SB take-off; 
white dashed arrows indicate markers at the proximal and distal ends of the stent; yellow arrow indicates SB balloon with proximal and distal 
markers, which is already engaged in the delivery system; G) Stent implantation (white arrow); yellow arrow indicates SB balloon which is 
already engaged in the delivery system; H) SB balloon advanced and positioned at the bifurcation site (yellow arrow) without need for wire 
re-crossing; white arrow indicates PV balloon positioned within the stent implanted; I) Single SB (post)-dilatation; J) Final kissing-balloon 
inflation; K and L) Final angiographic result with optimal SB scaffold visualised in the RAO and LAO caudal views, respectively.
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Discussion
In the current analysis, the Nile PAX dedicated device demon-
strated encouraging results in coronary bifurcation lesions, 
including high procedural success (97%) and safety up to 30 days 
FU. Such outcomes confirmed the acute efficacy of the Nile tech-
nology for the treatment of bifurcation lesions. A recent study by 
del Blanco et al reported the procedural and 6-month clinical out-
comes in 151 real world patients/lesions (acute MI in 36%) treated 
with the uncoated Nile Croco stent platform at one clinical institu-
tion. In this study, 64.9% of lesions involved LAD/diagonal (2.6% 
LM location), 71.5% were classified as true bifurcation lesions, 
21.6% had significant calcification and baseline mean lesion 
length and RD were 10.76±5.63 mm and 2.73±0.53 mm in the PV, 
and 3.68±2.59 mm and 2.15±0.53 mm in the SB, respectively. At 
final procedure, angiographic success was 96%; also, the in-hos-
pital MACE rate was 1.3% including one non-Q MI and one car-
diac death. At six months clinical FU (91.4%), cumulative MACE 
rate was 13.9% including 3.6% cardiac death, 2.2% MI, and 7.3% 
TLR.13 In BIPAX (102 lesions), patients with acute MI were 
excluded; however, a similar lesion profile was found including 
target vessel located in LAD/diagonal in 80.4% (LM excluded), 
61.8% true bifurcation lesions, 34.3% significant calcification 
(PV), and mean baseline lesion length and RD of 11.78±4.67 mm 
and 2.74±0.36 mm in the PV, and 4.39±2.51 mm and 2.43±0.54 mm 
in the SB, respectively. In addition, angiographic success was 

Table 1. Baseline clinical demographics.

Variable N=101
Age (years) 63.4±11.3

Female gender (%) 21.8 (22/101)

Diabetes mellitus (%) 25.7 (26/101)

 Insulin dependent 7.8 (8/101)

Hypertension (%) 74.3 (75/101)

Dyslipidaemia (%) 72.3 (73/101)

Smoking (%)

 Current 16.8 (17/101)

 Previous 37.6 (38/101)

Family history of CAD (%) 25.7 (26/101)

Prior MI (%) 19.8 (20/101)

Prior PCI (%) 32.7 (33/101)

Prior CVA (%) 9.9% (10/101)

History of CHF* (%) 10.9 (11/101)

History of PVD (%) 5.9 (6/101)

Renal insufficiency‡ (%) 3 (3/101)

Clinical presentation (%)

 Stable angina 45.6 (46/101)

 Unstable angina 38.6 (39/101)

 Silent ischaemia 15.8 (16/101)

CAD: coronary artery disease; CHF: cardiac heart failure; CVA: cerebral 
vascular accident; MI: myocardial infarction; PCI: percutaneous coronary 
intervention; PVD: peripheral vascular disease; *New York Heart 
Association class ≥3; ‡Baseline serum creatinine ≥1.5 mg/dL

Table 2. Angiographic data.

Variable N=101 (102 lesions)
Myocardial territory involved (%)

 LAD 80.4 (82/102)

 LCx 13.7 (14/102)

 RCA 5.9 (6/102)

Medina classification14 (%)

 1,1,1 29.4 (30/102)

 1,0,1 15.7 (16/102)

 0,1,1 16.7 (17/102)

 1,1,0 9.8 (10/102)

 1,0,0 12.8 (13/102)

 0,1,0 15.7 (16/102)

 0,0,1 0 (0/102)

Left ventricular ejection fraction >50% (%) 54.5 (55/101)

Moderate/severe tortuosity (%) 9.8 (10/102)

Calcium (moderate/severe) (PV/SB) (%) 34.3 (35/102) / 16.7 (17/102)

Eccentric (PV/SB) (%) 59.8 (61/102) / 15.7 (16/102)

Ulcer (PV/SB) (%) 8.8 (9/102) / 1 (1/102)

Aneurysm (PV/SB) (%) 2 (2/102) / 2.9 (3/102)

Thrombus (PV/SB) (%) 1 (1/102) / 0 (0/102)

Lesion angulation (PV) (%)

45-90° 7.8 (8/102)

>90° 1 (1/102)

Bifurcation angle (degrees)

 Take-off (proximal) 142.1±12.4

 Carina (distal) 61.8±16.3

Preprocedural TIMI 3 flow 3 (PV/SB) (%) 97.1 (99/102) / 98 (100/102)

LAD: left anterior descending; LCx: left circumflex; PV: parent vessel; RCA: right coronary 
artery; SB: side branch; TIMI: Thrombolysis in Myocardial Infarction

Table 3. Procedural data.

Variable N=101 (102 lesions)

Radial access (%) 42.6 (43/101)

IIb/IIIa inhibitor use (%) 4 (4/101)

PV 

Predilatation, % 95.1 (97/102)

Study stent (Nile PAX) implanted (%) 99.1 (101/102)

Additional stent implanted (%) 15.7 (16/102)

Single balloon post-dilatation (%) 26.5 (27/102)

SB

Predilatation (%) 35.3 (36/102)

Stent implanted (%) 25.5 (26/102)*

Single balloon post-dilatation (%) 16.7 (17/102)

Final kissing balloon inflation (%) 93.1 (95/102)

Final TIMI 3 flow (PV/SB) (%) 100 (102/102) / 100 (102/102)

*A total of 27 stents were implanted in the SB in 26 bifurcation lesions, including: 24 Delta 
PAX (1 case had 2 stents implanted with overlap in order to cover a dissection), 
1 Amazonia PAX (straight non-polymeric paclitaxel-coated stent with similar 
characteristics as compared Nile PAX) (18 mm nominal length), 1 Xience V everolimus-
eluting stent (33 mm nominal length), and 1 BMS (18 mm nominal length); PV: parent 
vessel; SB: side branch; TIMI: Thrombolysis in Myocardial Infarction  
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98%, whereas there was only one (1%) in-hospital MACE (non-Q 
MI) with no additional cardiac adverse events up to 30 days FU. 
Specifically, additional stents in the PV were needed in 15.7% of 
cases in BIPAX in order to treated edge dissections (nine of 16 
cases, including type B dissection in five cases and type C dissec-
tion in four cases) and significant residual stenosis (seven of 
16 cases) located either proximally or distally to the stent. In fact, 
the study protocol recommended lesion length ≤14 mm in the PV 
in order to be adequately covered by an 18 mm stent. For the SB, 
lesion length was restrained to its ostium (≤5 mm). In daily clini-
cal practice, such criteria maybe a limiting factor in order to 
expand the study device’s applicability, as long/diffuse disease 
involving both PV and SB of bifurcation lesions are commonly 
found. In order to address these issues, a new version of the Nile 
PAX device including longer stent length (24 mm) with a side 
aperture at its centre, has been recently released; also, a combina-
tion between Nile PAX with CE mark approved Amazonia PAX 

Table 4. QCA analysis data.

Variable
N=101 (102 lesions)

PV SB

Pre-procedure

 Lesion length (mm) 11.78±4.67 4.39±2.51

 Reference diameter* (mm) 2.74±0.36 2.43±0.54

 MLD (mm) 1.03±0.43 1.38±0.57

 % DS 62.2±15.5 42.6±22.0

Post-procedure (Final) 

 Reference diameter* (mm) 2.84±0.36 2.30±0.45

 Proximal reference (mm) 3.22±0.46 –

 Distal reference (mm) 2.45±0.39 –

Segmental analysis

 In-segment (seg. 13) (seg. 11)

 MLD (mm) 2.26±0.34 1.81±0.38

 % DS 17.1±8.1 24.1±17.4

 Acute gain (mm) 1.21±0.52 0.44±0.55

 In-stent (seg. 12) (seg. 5)

 MLD (mm) 2.55±0.34 2.12±0.34

 % DS 13.4±7.3 13.6±9.5

 Acute gain (mm) 1.52±0.50 0.93±0.57

 Proximal stent (seg. 2) –

 MLD (mm) 2.72±0.35 –

 % DS 12.7±7.8 –

 Distal stent (seg. 3) –

 MLD (mm) 2.58±0.35 –

 % DS 13.3±7.8 –

 Ostium 5 mm (seg. 7) (seg. 8)

 MLD (mm) 2.62±0.37 1.88±0.43

 % DS 12.5±7.2 22.6±17.5

*User-defined reference diameter; DS: diameter stenosis; MLD: minimum lumen diameter

(a straight non-polymeric paclitaxel-coated stent with similar 
characteristics as compared to the Nile PAX, but with a wider 
range of measures) maybe an option for long lesions extending 
SB’s ostium. Differently from the uncoated Nile Croco device 
used in del Blanco series,13 the Nile PAX stent used in BIPAX 
incorporates a novel non-polymeric paclitaxel coating. Overall, 
DES have improved outcomes in bifurcations compared to 
uncoated stents;2 though long-term FU is still needed to assess the 
impact of the dedicated Nile PAX technology on late clinical out-
comes. In BIPAX, all patients were assigned for angiographic and 
clinical FU at nine months, and final results are expected shortly.

It is well recognised that the fate of the SB during bifurcation 
PCI is a key factor predicting clinical outcomes. In general, it is 
recommended to wire both branches in bifurcation lesions under-
going PCI as it has been shown to improve SB patency after PV 
stenting. A wire in the SB may also serve as a marker of its origin 
in case of vessel occlusion.20 With standard provisional techniques, 
SB re-wiring after PV stenting is required in order to restore SB 
access, and therefore, allow further treatment in the SB including 
single post-dilatation, FKB, and/or stenting (if needed). Such pro-
cedure is commonly achieved by exchanging guidewires, although 
an additional wire may be required. Nevertheless, it can be labori-
ous and even unfeasible, especially in more complex anatomy/
morphology. Specifically, the presence of: a) heavy calcification, 
b) severe stenosis with large plaque burden in the proximal seg-
ment, c) excessive proximal tortuosity, d) severe SB ostium steno-
sis, e) carina (or distal) angle >90°, and f) impaired flow, have 
been identified as predictors of SB access/wiring difficulty and 
failure.10,20,21 By design, the dedicated Nile stent system allows full 
access to the SB after implantation in the PV as its delivery system 
contains two separate rapid-exchange balloon-catheters: one for 
stent deployment in the PV and the other for opening the stent 
struts towards the SB; for that, the stent is crimped proximally over 
the tip of the SB balloon-catheter. More importantly, there is no 
jailed wire, wire exchange or need for additional wire and/or SB 
balloon if adequate positioning and deployment of the Nile system 
is attained.12 Nevertheless, wire tangling may occur, which was 
evidenced in a significant proportion of cases in both del Blanco 
(33.1%)13 and BIPAX studies (41.1%). Interestingly, such phe-
nomenon did not appear to impact procedural outcomes as untan-
gled wires followed by self-alignment positioning at the lesion site 
was achieved in the majority of lesions in both series (100% and 
95%, respectively). In general, wire tangle is recognised once the 
study stent is advanced into the coronary vessel. At this point, the 
recommendation is to withdraw the system to the level of the distal 
end of the guiding catheter. Following, one of the wires (the one 
thought to be less difficult to rewire and/or located in the least dis-
eased branch) must be withdrawn (to untangle the wires) and re-
advanced in the correspondent distal branch. In BIPAX, all cases 
with wire tangling followed this procedure to rewire the branch 
vessel. Furthermore, FKB was performed in 95.1% and 93.1%, 
and device success was found in 99% and 98%, for del Blanco13 
and BIPAX series, respectively.
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Another important aspect includes accessibility and deliverabil-
ity. Most dedicated devices tested to date are 7 Fr compatible sys-
tems due to relatively higher crossing profile as compared to 
straight conventional stents.22 In addition, large guiding catheters, 
usually 7 or 8 Fr, are commonly used in bifurcation PCI as extra 
back-up support may be warranted in complex lesion morphology 
and when targeting a distal coronary location.1 The Nile stent is a 
6 Fr compatible system with 0.055-0.059” crossing profile.12 
Notably, all procedures in BIPAX were performed with 6 Fr guid-
ing catheter; also, radial access was used in almost half of cases 
(42.6%). Moreover, significant calcification was found in one third 
of cases and moderate/severe tortuosity was present in approxi-
mately 10%. Interestingly, such features did not impact device and 
procedural success in the current analysis. Specifically, there were 
10 cases with significant tortuosity of the proximal segment, includ-
ing one severe tortuosity (≥3 bends ≥75 degrees), but no failures 
associated with it. Of the two unsuccessful cases in BIPAX, one had 
the study device implanted proximally to the bifurcation site due to 
an apparent “pseudo-wrap” associated with a difficulty to advance 
and rotate the Nile stent into alignment because of severe vessel 
calcification. In this case, further treatment was performed with 
tubular stents implanted in both PV and SB (lesion Medina type 
1,1,1), with optimal angiographic result after FKB. In the other 
case, the study device was retrieved completely out of the guiding 
catheter as the operator was not able to advance and position it at 
the bifurcation site (mid-LAD) because of unsolved wire tangle. In 
this case, the lesion was treated with a non-study stent without 
FKB, and the patient evolved asymptomatic up to 30 days. Lastly, 
only 6.9% of lesions were located in distal coronary segments; thus, 
new analyses are necessary to further evaluate the performance of 
the Nile PAX technology in some complex anatomies.

Several dedicated bifurcation stents have been developed to date, 
including dedicated PV devices, dedicated PV with SB access, ded-
icated SB devices, and dedicated PV plus SB device systems.22 The 
TAXUS® Petal™ bifurcated stent system (Boston Scientific, 
Natick, USA) incorporates a platinum-chromium tubular platform 
that has a side aperture in the mid-stent (petal), which provides 
scaffold and drug delivery at the SB ostial location. The delivery 
system contains a dual-side shaft for PV and SB wires (controlled 
rotational alignment).23 The first human use (FHU) of the TAXUS 
Petal trial was a prospective, multicentre, single-arm safety and fea-
sibility study that included 28 patients with de novo bifurcation 
lesions in non-LM location. Regarded as a whole, the study device 
was successfully implanted in 89.3%, and additional stents were 
implanted in 28% in the PV, and 25% in the SB (all TAXUS 
Liberté). Overall technical (angiographic) success (residual steno-
sis <30% in the PV, and <50% in the SB with final TIMI 3 flow in 
both branches) was achieved in 96.4%.24 Compared to the Petal 
device in the FHU trial, the Nile PAX attained higher device success, 
even though there was relatively more complex lesions treated in 
BIPAX. Comparing SB lesions treated with stent versus without 
stent in BIPAX, stented SB had more complex lesions, including 
true bifurcation lesions (84.6% vs. 54%, p=0.004), significant 

(moderate/severe) calcification (46.2% vs. 30.3%, p=0.12) and 
longer lesions (5.92±2.1 mm vs. 2.8±1.3 mm, p=0.0008). The pro-
visional arms of several randomised DES trials comparing single 
(provisional) versus elective double stenting, demonstrated SB 
stenting rates ranging from 2% to 32%.3-5,7 Such discrepancies are 
associated with the greater variance of lesion complexity and also 
different criteria for crossover. Importantly, common predictors for 
SB stenting are: long lesions (extending from the SB ostium), 
severe ostial stenosis and presence of heavy or significant calcifica-
tion.1 In the prospective, randomised CACTUS trial, crossover cri-
teria were residual stenosis >50%, dissection >type A, and TIMI 
flow <3.7 Similar criteria were used in BIPAX, and the majority of 
lesion requiring a stent in the SB had dissection (types A-C) and/or 
significant residual stenosis post-FKB.

Limitations
This study describes the preliminary results of a novel dedicated 
device evaluated in a prospective, multicentre registry including 
a relatively low number of patients (n=101); therefore, even though 
there was only one case (1%) of MACE up to 30 days FU, no defi-
nite conclusions regarding safety can be drawn from the current 
analysis. In addition, a few patients did not fully meet inclusion 
criteria as cases of in-stent restenosis (one case), heavy calcium and 
relatively long lesions in both PV and SB were found. Furthermore, 
PV predilatation and FKB – procedural steps considered critical to 
facilitate stent delivery and optimise scaffolding, were not per-
formed in some cases per operator discretion. Even though such 
features did not impact on procedural outcomes, the late outcomes 
of these subsets are yet to be determined.

Conclusions
Procedural and early clinical results of the prospective, non-ran-
domised, multicentre BIPAX clinical trial demonstrated encourag-
ing results with the novel Nile PAX bifurcated DES in the treatment 
of coronary bifurcation lesions, including excellent acute perfor-
mance as demonstrated by high device and procedural success. 
Overall, there was only one major adverse cardiac event during 
hospitalisation, with no additional adverse events up to 30 days 
follow-up. Longer-term follow-up is warranted.

Conflict of interest statement
R. Costa has received a research grant from Minvasys SAS. All the other 
authors have no conflict of interest to declare in relation to this paper.

References
 1. Latib A, Colombo A. Bifurcation disease: What do we know, 
what should we do? JACC Cardiovasc Interv. 2008;1:218-226.
 2. Costa RA, Moussa ID. Percutaneous treatment of coronary 
bifurcation lesions in the era of drug-eluting stents. Minerva cardi-
oangiologica. 2006;54:577-589.
 3. Steigen TK, Maeng M, Wiseth R, Erglis A, Kumsars I, 
Narbute I, Gunnes P, Mannsverk J, Meyerdierks O, Rotevatn S, 
Niemela M, Kervinen K, Jensen JS, Galloe A, Nikus K, Vikman S, 



n

1309

Dedicated Nile PAX DES for bifurcation lesions
EuroIntervention 2

0
12

;7
:1301-1309

Ravkilde J, James S, Aaroe J, Ylitalo A, Helqvist S, Sjogren I, 
Thayssen P, Virtanen K, Puhakka M, Airaksinen J, Lassen JF, 
Thuesen L. Randomized study on simple versus complex stenting 
of coronary artery bifurcation lesions: The NORDIC bifurcation 
study. Circulation. 2006;114:1955-1961.
 4. Ferenc M, Gick M, Kienzle RP, Bestehorn HP, Werner KD, 
Comberg T, Kuebler P, Buttner HJ, Neumann FJ. Randomized trial 
on routine vs. Provisional t-stenting in the treatment of de novo 
coronary bifurcation lesions. Eur Heart J. 2008;29:2859-2867.
 5. Hildick-Smith D, de Belder AJ, Cooter N, Curzen NP, 
Clayton TC, Oldroyd KG, Bennett L, Holmberg S, Cotton JM, 
Glennon PE, Thomas MR, Maccarthy PA, Baumbach A, 
Mulvihill NT, Henderson RA, Redwood SR, Starkey IR, Stables RH. 
Randomized trial of simple versus complex drug-eluting stenting for 
bifurcation lesions: The British Bifurcation Coronary study: Old, 
new, and evolving strategies. Circulation. 2010;121:1235-1243.
 6. Routledge HC, Morice MC, Lefevre T, Garot P, De Marco F, 
Vaquerizo B, Louvard Y. 2-year outcome of patients treated for bifur-
cation coronary disease with provisional side branch t-stenting using 
drug-eluting stents. JACC Cardiovasc Interv. 2008;1:358-365.
 7. Colombo A, Bramucci E, Sacca S, Violini R, Lettieri C, 
Zanini R, Sheiban I, Paloscia L, Grube E, Schofer J, Bolognese L, 
Orlandi M, Niccoli G, Latib A, Airoldi F. Randomized study of the 
crush technique versus provisional side-branch stenting in true cor-
onary bifurcations: The CACTUS (coronary bifurcations: 
Application of the crushing technique using sirolimus-eluting 
stents) study. Circulation. 2009;119:71-78.
 8. Latib A, Cosgrave J, Godino C, Qasim A, Corbett SJ, 
Tavano D, Morici N, Cristell N, Chieffo A, Carlino M, 
Montorfano M, Airoldi F, Colombo A. Sirolimus-eluting and pacli-
taxel-eluting stents for the treatment of coronary bifurcations. Am 
Heart J. 2008;156:745-750.
 9. Moussa I. Coronary artery bifurcation interventions: Bridging 
the gap between research and practice. In: Moussa I, Colombo A, 
eds. Tips and tricks in interventional therapy of coronary bifurca-
tion lesions. London: Informa Healthcare; 2010:16-23.
 10. Costa RA, Costa MA, Moussa ID. Bifurcation lesion mor-
phology and intravascular ultrasound assessment. Int J Cardiovasc 
Imaging. 2011;27:189-196.
 11. Costa RA, Kyono H, Costa M, Russell M, Moussa ID. 
Coronary artery bifurcation lesions: Anatomy. In: Moussa ID, 
Colombo A, eds. Tips and tricks in interventional therapy of coro-
nary bifurcation lesions. London: Informa Healthcare; 2010:24-35.
 12. Fajadet J. The Nile concept. EuroIntervention. 2010;6 Suppl 
J:J135-138.
 13. Del Blanco BG, Marti G, Bellera N, Otaegui I, Serra V, 
Ferreira I, Domingo E, Angel J, Candell J, Garcia-Dorado D. 

Clinical and procedural evaluation of the Nile Croco(r) dedicated stent 
for bifurcations: A single centre experience with the first 151 consecu-
tive non-selected patients. EuroIntervention. 2011;7: 216-224.
 14. Medina A, Suarez de Lezo J, Pan M. [a new classification of 
coronary bifurcation lesions]. Rev Esp Cardiol. 2006;59:183.
 15. Wijns W, Kolh P, Danchin N, Di Mario C, Falk V, Folliguet T, 
Garg S, Huber K, James S, Knuuti J, Lopez-Sendon J, Marco J, 
Menicanti L, Ostojic M, Piepoli MF, Pirlet C, Pomar JL, Reifart N, 
Ribichini FL, Schalij MJ, Sergeant P, Serruys PW, Silber S, Sousa 
Uva M, Taggart D. Guidelines on myocardial revascularization. 
Eur Heart J.2010;31:2501-2555.
 16. Silber S, Albertsson P, Aviles FF, Camici PG, Colombo A, 
Hamm C, Jorgensen E, Marco J, Nordrehaug JE, Ruzyllo W, 
Urban P, Stone GW, Wijns W. Guidelines for percutaneous coro-
nary interventions. The Task Force for Percutaneous Coronary 
Interventions of the European Society of Cardiology. Eur Heart 
J.2005;26:804-847.
 17. Cutlip DE, Windecker S, Mehran R, Boam A, Cohen DJ, van 
Es GA, Steg PG, Morel MA, Mauri L, Vranckx P, McFadden E, 
Lansky A, Hamon M, Krucoff MW, Serruys PW. Clinical end 
points in coronary stent trials: A case for standardized definitions. 
Circulation. 2007;115:2344-2351.
 18. Lansky A, Tuinenburg J, Costa M, Maeng M, Koning G, 
Popma J, Cristea E, Gavit L, Costa R, Rares A, Van Es GA, 
Lefevre T, Reiber H, Louvard Y, Morice MC. Quantitative angio-
graphic methods for bifurcation lesions: A consensus statement 
from the European Bifurcation Group. Catheter Cardiovasc Interv. 
2009;73:258-266.
 19. Tuinenburg JC, Koning G, Rares A, Janssen JP, Lansky AJ, 
Reiber JH. Dedicated bifurcation analysis: Basic principles. Int J 
Cardiovasc Imaging. 2011;27:167-174.
 20. Lefevre T, Darremont O, Albiero R. Provisional side branch 
stenting for the treatment of bifurcation lesions. EuroIntervention. 
2010;6 Suppl J:J65-71.
 21. Burzotta F, De Vita M, Sgueglia G, Todaro D, Trani C. How 
to solve difficult side branch access? EuroIntervention. 2010;6 
Suppl J:J72-80.
 22. Abizaid A, de Ribamar Costa J, Jr., Alfaro VJ, Feres F, 
Staico R, Mattos LA, Maldonado G, Sousa JE. Bifurcated stents: 
Giving to Caesar what is Caesar’s. EuroIntervention. 2007;2: 
518-525.
 23. Ormiston J, Webster M, El-Jack S, McNab D, Plaumann SS. 
The AST petal dedicated bifurcation stent: First-in-human experi-
ence. Catheter Cardiovasc Interv. 2007;70:335-340.
 24. Ormiston JA, Lefevre T, Grube E, Allocco DJ, Dawkins KD. 
First human use of the Taxus Petal paclitaxel-eluting bifurcation 
stent. EuroIntervention. 2010;6:46-53.



n     

10

EuroIntervention 2
0

12
;7

Online appendices

Appendix A 
INCLUSION AND EXCLUSION CRITERIA
Clinical inclusion criteria: ≥18 years of age; clinical evidence of 
ischaemic heart disease including stable or unstable angina, or 
silent ischaemia with a positive function test; acceptable candidate 
for coronary artery bypass graft (CABG) surgery; and agreement to 
undergo all protocol schedule FU (FU) evaluations including angi-
ographic FU at nine months.
Angiographic inclusion criteria: presence of a single de novo bifur-
cation lesions in the target vessel; vessel size 2.5 to 3.5 mm in the 
parent vessel (PV), and 2.0 to 3.0 mm in the side branch (SB); 
lesion length ≤14mm in the PV with maximum extension of 7 mm 
proximally and/or distally to the bifurcation carina to allow full 
lesion coverage (≥2 mm) with the study device, and lesion length 
≤5mm in the SB; and bifurcation lesion morphology of all Medina 
types, expect 0,0,1.14
Clinical exclusion criteria: acute myocardial infarction (MI) within 
72 hours of the index procedure, defined as Q wave MI or non-Q 
wave MI with cardiac biomarkers CK enzyme >2-fold the upper 
limit of normal (ULN) or and CK-MB elevated above the ULN; 
serum creatinine level >2.0mg/dL within seven days prior to index 
procedure; history of a stroke or transient ischaemic attack within 
the prior six months; presence of a non-target lesion in the target 
vessel and/or another bifurcation lesion in non-target vessel requir-
ing treatment at index procedure; previous percutaneous coronary 
intervention (PCI) of the target lesion; PCI of the target vessel 
within 9 months prior to index procedure; prior PCI of the target 
vessel with antirestenotic therapies including, but not limited to 
brachytherapy; planned PCI of any vessel within 30 days post-pro-
cedure; surgical procedure within 30 days prior to index procedure, 
or elective surgery schedule within six months post-index proce-
dure; active peptic ulcer or upper gastrointestinal bleeding within 
the prior 6 months; history of bleeding diathesis or coagulopathy or 
will refuse blood transfusions; known hypersensitivity or contrain-
dication to the following substances or materials: aspirin, heparin or 
bivalirudin, ticlopidine or clopidogrel, cobalt chromium alloys, and 
contrast media if adequately pre-medication could not be done; his-
tory of an allergic reaction or significant sensitivity to paclitaxel or 
drugs in similar class; female with childbearing potential without a 
negative pregnancy test within seven days prior to the index proce-
dure; concurrent medical condition with a life expectancy <12 
months; and currently participating in any other investigational 
drug or device clinical trial.
Angiographic exclusion criteria: left main location; lesion 
solely involving the SB ostium (Medina type 0,0,1); heavy cal-
cification; severe tortuosity of the segment proximal to the 
bifurcation; presence of thrombus; total occlusion; and in-stent 
restenosis.

Appendix B
DEFINITIONS
STUDY POPULATION
Intention-to-treat: all patients enrolled in the study
Per-protocol: patients meeting inclusion and exclusion criteria
ACUTE SUCCESS:
Device Success – attainment of <50% residual stenosis in the target 
lesion in both parent vessel (PV) and side branch (SB) using only the 
study device.
Lesion Success – attainment of <50% residual stenosis in the target 
lesion in both PV and SB using any percutaneous method.
Procedural Success – attainment of <50% residual stenosis in the 
target lesion in both PV and SB without the occurrence of major 
adverse cardiac events (MACE) during index hospitalisation.
DEATH  all deaths were considered cardiac unless an unequivocal 
non-cardiac cause could be established.
Cardiac Death – any death due to immediate cardiac cause. Any 
unexpected deaths, unwitnessed or by unknown causes, were clas-
sified as cardiac deaths.
Vascular Death – death due to cerebrovascular accident or disease, 
pulmonary embolism, ruptured aortic aneurysm, dissecting aneu-
rysm, or other vascular causes.
Non-Cardiovascular Death – any death not covered by the above definitions.
MAJOR ADVERSE CARDIAC EVENTS (MACE)  defined as cardiac 
death, myocardial infarction (MI) (Q wave or non-Q wave), or any 
target lesion revascularisation (TLR) by either percutaneous coronary 
intervention (PCI) or coronary artery bypass graft (CABG) surgery.
MYOCARDIAL INFARCTION (MI)  classified as Q wave (develop-
ment of new pathological Q waves in two or more contiguous lead in 
the ECG) or non-Q wave, and according to its temporal occurrence:
Periprocedural MI – CK-MB level rise >3-fold ULN (upper limit of nor-
mal), within 48 hours after index PCI. If CK-MB was not available, Tro-
ponin T or I level rise >5-fold the 99th percentile or diagnostic value for the 
specific institution was considered evidence of periprocedural MI.
Periprocedural MI in the setting of an evolving MI – if the CK-MB 
peak from the index infarction was not reached, the criteria were: 
recurrent chest pain lasting >20 minutes (or new ECG changes con-
sistent with MI) and CK-MB peak level measured within 24 hours 
after the event >50% above the previous level; conversely, any 
CK-MB elevation was considered diagnostic if CK-MB curve was 
already falling or had returned to normal after index MI.
Post-Index Procedure MI (after hospital discharge): classified as 
non-procedural related MI or spontaneous MI. In both situations, 
the following criteria was considered:
Typical rise and fall of cardiac biomarkers of myocardial necrosis 
CK-MB and/or Troponin T or I with at least one of the following: 
ischaemic symptoms, ECG changes indicative of ischaemia (ST 
segment elevation or depression) followed by (or with primary 
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presentation of) development of new pathologic Q waves on the 
ECG; pathologic findings of an acute MI.
Post-CABG MI:
Within seven days post-CABG surgery, if the following criteria 
were present: development of new abnormal Q waves not present at 
baseline ECG, and cardiac enzyme changes defined of >10% of the 
ratio of peak CK-MB/peak total CK on three consecutive samples 
or cardiac enzyme changes defined as CK-MB >5-fold ULN.
Beyond seven days post-CABG surgery, the standard definition for 
non-procedural related MI applied (above).
STENT THROMBOSIS (ST)  defined according to the Academic 
Research Consortium (ARC):17
Definite ST – acute coronary syndrome (ACS) with angiographic 
confirmation of thrombus in the study device or pathologic confir-
mation of stent occlusion.
Probable ST – any unexplained death within 30 days of the index pro-
cedure or MI in the target vessel myocardial territory without angio-
graphic confirmation of thrombosis or other identified culprit lesion;
Possible ST – any unexplained death after 30 days of the index 
procedure.
ST was also classified according to its temporal occurrence after the 
index procedure, as: acute (within 24 hours), subacute (1 to 30 
days), late (30 days to 1 year), and very late (>1 year).
TARGET LESION REVASCULARISATION (TLR)  defined as any 
repeat PCI of the target lesion or CABG surgery of the target vessel. 
Clinically-indicated TLR was considered when angiographic study at 
FU (FU) showed a percent diameter stenosis ≥50% (angiographic 
binary restenosis) within the target lesion (in-segment analysis), as 
determined by independent quantitative coronary angiography (QCA) 
analysis, and one of the following occurred:
–  a positive history of recurrent angina pectoris presumably related 

to the target lesion;
–  objective signs of ischaemia at rest (ECG changes) or during 

stress test (or equivalent) presumably related to the target lesion;
–  positive results of any invasive functional diagnostic test for 

ischaemia (e.g., Doppler flow velocity reserve, fractional flow 
reserve) in the target lesion.

In the absence of the above mentioned ischaemic signs or symp-
toms, a TLR with a diameter stenosis ≥70%, as determined by inde-
pendent QCA analysis, was also considered clinically indicated.
TARGET VESSEL FAILURE (TVF)  defined as cardiac death, MI (Q 
wave or non-Q wave), or any TVR by either PCI or CABG surgery.
TARGET VESSEL REVASCULARISATION (TVR)  defined as any 
repeat PCI or CABG surgery of any segment within the target ves-
sel. The target vessel is defined as the entire major coronary vessel 
proximal and distal to the target lesion including upstream and 
downstream branches and the target lesion itself. Clinically-indi-
cated TVR was considered when angiographic study at FU (FU) 
showed a percent diameter stenosis ≥50% within the target vessel, 
as determined by independent quantitative coronary angiography 
(QCA) analysis, and one of the following occurred:
–  a positive history of recurrent angina pectoris presumably related 

to  the target vessel;

–  objective signs of ischaemia at rest (ECG changes) or during 
stress test (or equivalent) presumably related to the target vessel;

–  positive results of any invasive functional diagnostic test for 
ischaemia (e.g. Doppler flow velocity reserve, fractional flow 
reserve) in lesion(s) within the target vessel.

In the absence of the above mentioned ischaemic signs or symp-
toms, a TVR with a diameter stenosis ≥70%, as determined by inde-
pendent QCA analysis, was also considered clinically indicated.
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